A photoacoustic spectroscopy (PAS)-based carbon monoxide (CO) gas sensor with a high-power laser and an enhanced gas absorption was demonstrated. The light source was a distributed feedback (DFB), continuous wave (CW) diode laser with a high output power of~8 mW to give a strong excitation. The target gas received optical absorption enhanced two times by using a right-angle prism reflecting the laser beam. In order to reduce the noise from the background, wavelength modulation spectroscopy (WMS) and second-harmonic detection techniques were used. The modulation frequency and modulation depth were optimized theoretically and experimentally. Water vapor was added in the PAS sensor system to increase the vibrational-translational (V-T) relaxation rate of the CO molecule, which resulted in an~8 times signal enhancement compared with the using of a dry CO/N 2 gas mixture. The amplitude of the 2f signal had a 1.52-fold improvement compared to the one with only one time absorption. The experimental results showed that such a sensor had an excellent linear response to the optical power and gas concentration. At 1 s integration time, a minimum detection limit (MDL) for CO detection of 9.8 ppm was achieved. The long-term stability of the sensor system was evaluated with an Allan deviation analysis. When the integration time was 1100 s, the MDL improved to be 530 ppb. The detection performance of such a PAS-based CO sensor can be further improved when a laser with a higher output power and increasing optical absorption times is used.
Introduction
Carbon monoxide (CO) is a colorless and odorless gas. In daily life, CO is produced with incomplete combustion when fossil fuels and natural gas are used. CO combines easily with hemoglobin in the blood which can form carboxyl hemoglobin and make the hemoglobin lose the ability and function of carrying oxygen. This result will cause tissue asphyxia and death in severe cases [1] . It was also verified that long-term exposure to low concentration CO will be harmful for the health of people [2] . Furthermore, the CO from human breath with a concentration at the ppm level can be used to monitor the disease [3, 4] . In addition, CO is an increasingly serious source of air pollution. CO reacts with hydroxyl (OH) in the air causing global warming [5] . Therefore, it is important to develop a sensitive CO gas sensor. 
Laser Source
Because of the CO absorption line located at the wavelength of 2330.19 nm (4291.50 cm -1 ), a CW, DFB laser with emission in this range was used. The laser was mounted in a 14-pin butterfly package including a thermoelectric controller (TEC). The wavelength of laser can be tuned by changing the injection current and the temperature of the TEC to cover the CO absorption line. The wavenumber of the laser at different temperatures with injection current tuning is shown in Figure 2a . It can be seen that at a certain temperature, the wavenumber of the laser source has a nearly linear response to the injection laser. The tuning coefficient of the wavenumber was ~0.013 cm -1 /A. When the temperature of the TEC was set to 19 °C, the output power of the laser as a function of the injection current is shown in Figure 2b . The maximum optical power was 7.82 mW when the injection current was 300 mA. The tuning coefficient of the optical power was ~0.03 mW/A. 
Sensor Configuration
The schematic of the PAS-based CO gas sensor system is shown in Figure 3 . The laser beam emitting from the CW, DFB, 2.3 μm diode laser was collimated with a fiber collimator (FC). Then the laser beam passed through a resonant PA cell. The PA cell has a central cylinder tube with a radius and length of 5 and 100 mm, respectively, which was used as the acoustic resonator. Two buffers 
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Theoretical Optimization of the WMS
WMS and second-harmonic detection techniques are widely used in trace gas sensor systems. The two techniques can reduce the noise from the background and improve the performance of the sensor. A sine wave with a high frequency was adopted to modulate the laser wavelength and the 
WMS and second-harmonic detection techniques are widely used in trace gas sensor systems. The two techniques can reduce the noise from the background and improve the performance of the sensor. A sine wave with a high frequency was adopted to modulate the laser wavelength and the harmonic can be detected with a lock-in amplifier. For the odd harmonics, the intensity of the harmonic component at the peak of the gas absorption line was zero, so that it cannot be used to invert the gas concentration. However, the even harmonics have an extremum at the peak of the gas absorption line, and with the increase of the harmonic times, the intensity of the harmonic component decreased quickly. Therefore, the second harmonic was the best selection to be used as the detected signal. In WMS, H 0 (x) and H n (x) are the harmonic coefficients for the harmonic signals and they are expressed as Equations (1) and (2) [19, 20] :
where wavenumber x = (ν − ν 0 )/γ is the non-dimensional wavenumber deviation from the line center ν 0 , ν is the central wavenumber of the laser, γ is the absorption line width, M = δ ν /γ is the modulation depth coefficient, δ ν is the magnitude of modulation wavenumber. The second harmonic signal is used to retrieve gas concentrations when applying the WMS technique and the signal S 2f in PAS is given by Equation (3) [21, 22] :
where C cell is a constant for the sensor system, k is a conversion constant of the system, α 0 and P 0 are the absorption coefficient and laser power at the gas absorption line center, respectively, P Ω is the laser power coefficient for scanning (slow ramp) at a frequency ϕ, and f = ω m /2π is the modulation frequency. The second harmonic acoustic coefficient in the bracket of Equation (3) can be used to perform a theoretical simulation for S 2f and determine the optimum modulation depth. The CO absorption line located at 4291.50 cm −1 was selected. According to the HITRAN 2012 database, the line width γ for the absorption line located at 4291.50 cm −1 is 0.135 cm −1 . The calculated results are shown in Figure 4 . From Figure 4 , it can be seen that the maximum signal amplitude is obtained when the modulation depth δ ν was chosen to be 0.3 cm −1 .
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(a) (b) The linear concentration response of the PAS-based CO sensor system was verified. The PAS 2f signal was detected with different concentrations of CO. A 4.97% CO/N 2 mixture was diluted with pure N 2 . The measured results are shown in Figure 8a and the peak amplitude of the 2f signal as a function of CO concentration is shown in Figure 8b . Using a linear fitting, the R-square for the data shown in Figure 8b is~0.99. Therefore, it could be concluded that the sensor system had an excellent linear response to the CO concentration levels. In order to measure the noise of such a sensor system, the PA cell was filled with ultra-high purity N 2 . The 1σ background noise was measured to 0.217 µV. Therefore, when the integration time was set to 1 s, the minimum detection limit (MDL) for the CO detection was 9.8 ppm.
The long-term stability of such a PAS-based sensor was evaluated with an Allan deviation analysis. The signal was measured for more than two hours with the resonant PA cell filled with pure N 2 . The results of measurements are shown in Figure 9 . It showed that the PAS-based CO sensor system had excellent stability, and when the integration time of the lock-in amplifier was set to 1100 s, an MDL of 530 ppb for the detection of CO could be achieved.
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Conclusions
In conclusion, a PAS-based CO gas sensor with a high optical power laser source and an enhanced absorption with double pass was demonstrated. A CW, DFB diode laser emitting at 2.3 μm with a high output power of ~8 mW was used as a strong excitation. A right-angle prism was used to reflect the laser beam parallelly inverted and pass through the PA cell twice to enhance the optical absorption. The WMS and second-harmonic detection techniques were used to reduce the noise of the sensor system. The modulation depth was optimized theoretically and experimentally to improve the PAS signal level. The experimental results agreed well with the calculated ones. Water vapor was added in the PAS sensor system to increase the V-T relaxation rate of the CO molecule, which resulted in an ~8 times signal enhancement compared with the using of a dry CO/N2 gas mixture. The linear response to the CO concentration was investigated, and the results showed that the reported PAS-based CO gas sensor has excellent performance characteristics. With an integration time of 1 s, an MDL of 9.8 ppm for CO detection was achieved. The long stability of such a sensor system was evaluated with the Allan deviation analysis. When the integration time was 1100 s, the MDL improved to be 530 ppb. The reported PAS-based CO sensor is useful in applications such as combustion processes and fire detection. Furthermore, the detection performance of the reported sensor can be improved in the future when a laser with a higher output power is available. If increasing optical absorption times or a right-angle prism made from materials with low absorption loss can be applied, the MDL of the reported CO-PAS sensor could be further improved.
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